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§640.6

labeled ‘“Rh Positive.” If the test is
negative, the results shall be confirmed
by further testing which shall include
tests for the ‘“weak D (formerly Dw).”
Blood may be labeled ‘“‘Rh Negative’’ if
further testing is negative. Units test-
ing positive after additional more spe-
cific testing shall be labeled as ‘“‘Rh
Positive.” Only Anti-Rh Blood Group-
ing Reagents licensed under, or that
otherwise meet the requirements of,
this subchapter shall be used, and the
technique used shall be that for which
the reagent is specifically designed to
be effective.

(d) Sterility test. Whole Blood intended
for transfusion shall not be tested for
sterility by a method that entails en-
tering the final container before the
blood is used for transfusion.

(e) Inspection. Whole Blood shall be
inspected visually during storage and
immediately prior to issue. If the color
or physical appearance is abnormal or
there is any indication or suspicion of
microbial contamination the unit of
Whole Blood shall not be issued for
transfusion.

(f) Test for communicable disease
agents. Whole Blood shall be tested for
evidence of infection due to commu-
nicable disease agents as required
under §610.40 of this chapter.

[38 FR 32089, Nov. 20, 1973, as amended at 50
FR 4138, Jan. 29, 1985; 53 FR 117, Jan. 5, 1988;
53 FR 12764, Apr. 19, 1988; 64 FR 45372, Aug. 19,
1999; 66 FR 1836, Jan. 10, 2001; 66 FR 31165,
June 11, 2001; 66 FR 40889, Aug. 6, 2001]

§640.6 Modifications of Whole Blood.

Upon approval by the Director, Cen-
ter for Biologics Evaluation and Re-
search, of a supplement to the biologics
license application for Whole Blood a
manufacturer may prepare Whole
Blood from which the antihemophilic
factor has been removed, provided the
Whole Blood meets the applicable re-
quirements of this subchapter and the
following conditions are met:

(a) The antihemophilic factor shall
be removed in accordance with para-
graphs (a), (b), and (c) of §640.52.

(b) Although the closed system be-
tween the red blood cells and plasma
shall be maintained, the red blood cells
shall be maintained between 1 and 6° C
at all times, including that time when
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the plasma is being frozen for removal
of the antihemophilic factor.

[38 FR 32089, Nov. 20, 1973, as amended at 49
FR 23834, June 8, 1984; 50 FR 4138, Jan. 29,
1985; 55 FR 11013, Mar. 26, 1990; 59 FR 49351,
Sept. 28, 1994; 64 FR 45372, Aug. 19, 1999; 64 FR
56453, Oct. 20, 1999]

Subpart B—Red Blood Cells

§640.10 Red Blood Cells.

The proper name of this product shall
be Red Blood Cells. The product is de-
fined as red blood cells remaining after
separating plasma from human blood.

[38 FR 32089, Nov. 20, 1973, as amended at 50
FR 4138, Jan. 29, 1985]

§640.11 General requirements.

(a) Storage. Immediately after proc-
essing, the Red Blood Cells shall be
placed in storage and maintained at a
temperature between 1 and 6 °C.

(b) Inspection. The product shall be
inspected immediately after separation
of the plasma, periodically during stor-
age, and at the time of issue. The prod-
uct shall not be issued if there is any
abnormality in color or physical ap-
pearance or if there is any indication of
microbial contamination.

[38 FR 32089, Nov. 20, 1973, as amended at 41
FR 18292, May 3, 1976; 42 FR 59878, Nov. 11,
1977; 50 FR 4139, Jan. 29, 1985]

§640.12 Suitability of donor.

The source blood for Red Blood Cells
shall be obtained from a donor who
meets the criteria for donor suitability
prescribed in §640.3.

[38 FR 32089, Nov. 20, 1973, as amended at 50
FR 4139, Jan. 29, 1985]

§640.13 Collection of the blood.

(a) The source blood shall be col-
lected as prescribed in §640.4.

(b) Source blood may also be derived
from Whole Blood manufactured in ac-
cordance with applicable provisions of
this subchapter.

[38 FR 32089, Nov. 20, 1973, as amended at 50
FR 4139, Jan. 29, 1985; 64 FR 45372, Aug. 19,
1999]

§640.14 Testing the blood.

Blood from which Red Blood Cells are
prepared shall be tested as prescribed
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in §610.40 of this chapter and §640.5 (a),
(b), and (c).

[63 FR 117, Jan. 5, 1988, as amended at 66 FR
31165, June 11, 2001]

§640.15 Segments for testing.

Segments collected in integral tub-
ing shall meet the following standards:

(a) One or more segments shall be
provided with each unit of Whole Blood
or Red Blood Cells when issued or re-
issued.

(b) Before they are filled, all seg-
ments shall be marked or identified so
as to relate them to the donor of that
unit of red cells.

(c) All segments accompanying a unit
of Red Blood Cells shall be filled at the
time the blood is collected or at the
time the final product is prepared.

[66 FR 40890, Aug. 6, 2001]

§640.16 Processing.

(a) Separation. Within the timeframe
specified in the directions for use for
the blood collecting, processing, and
storage system used, Red Blood Cells
may be prepared either by centrifuga-
tion, done in a manner that will not
tend to increase the temperature of the
blood, or by normal undisturbed sedi-
mentation. A portion of the plasma
sufficient to insure optimal cell preser-
vation shall be left with the red cells
except when a cryoprotective sub-
stance or additive solution is added for
prolonged storage.

(b) Sterile system. All surfaces that
come in contact with the red cells shall
be sterile and pyrogen-free.

(c) Final containers. Final containers
used for Red Blood Cells shall be the
original blood containers unless the
method of processing requires a dif-
ferent container. The final container
shall meet the requirements for blood
containers prescribed in §640.2(c). At
the time of filing, if a different con-
tainer is used, it shall be marked or
identified by number or other symbol
so as to relate it to the donor of that
unit of red cells.

[38 FR 32089, Nov. 20, 1973, as amended at 43
FR 34460, Aug. 4, 1978; 50 FR 4139, Jan. 29,
1985; 64 FR 45372, Aug. 19, 1999; 66 FR 1836,
Jan. 10, 2001; 66 FR 40890, Aug. 6, 2001]

§640.21

§640.17 Modifications for specific
products.

Red  Blood Cells Frozen: A

cryophylactic substance may be added
to the Red Blood Cells for extended
manufacturers’ storage at —65° C or
colder, provided the manufacturer sub-
mits data considered by the Director,
Center for Biologics Evaluation and
Research, as adequately demonstrating
through in vivo cell survival and other
appropriate tests that the addition of
the substance, the materials used and
the processing methods results in a
final product that meets the required
standards of safety, purity, and po-
tency for Red Blood Cells, and that the
frozen product will maintain those
properties for the prescribed dating pe-
riod. Section 640.11 (a) and (b) do not
apply while a cryophylactic substance
is present.

[38 FR 32089, Nov. 20, 1973, as amended at 41
FR 18292, May 3, 1976; 49 FR 23834, June 8,
1984; 50 FR 4139, Jan. 29, 1985; 55 FR 11013,
Mar. 26, 1990; 63 FR 16685, Apr. 6, 1998]

Subpart C—Platelets

§640.20 Platelets.

(a) Proper mame and definition. The
proper name of this product shall be
Platelets. The product is defined as
platelets collected from one unit of
blood and resuspended in an appro-
priate volume of original plasma, as
prescribed in §640.24(d).

(b) Source. The source material for
Platelets is plasma which may be ob-
tained by whole blood collection or by
plateletpheresis.

[40 FR 4304, Jan. 29, 1975, as amended at 47
FR 49021, Oct. 29, 1982; 50 FR 4139, Jan. 29,
1985; 72 FR 45887, Aug. 16, 2007]

§640.21 Suitability of donors.

(a) Whole blood donors shall meet the
criteria for suitability prescribed in
§640.3.

(b) [Reserved]

(c) Plateletpheresis donors must
meet the criteria for suitability as pre-
scribed in §§640.3 and 640.63(c)(6) or as
described in an approved biologics li-
cense application (BLA) or an approved
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